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Abstract:  Percutaneous  transluminal  coronary  angioplasty  (PTC A)  occlusion 
In  five  individual  coronary  artery  distributions  produced  significant  ST  elevation 
("current  of  injury")  In  48/50  PTCAs  In  46  patients.  Four  patients  had  PTCA 
of  two  separate  coronary  arteries.  Two  patients  had  no  significant  Ischemic  ST 
changes  In  the  16  simultaneous  lead  ECO  and  no  chest  pain  with  PTCA.  The 
six  limb  leads  were  recorded  from  Mason-Llkar  locations  modified  by  moving 
them  centrally  on  the  anterior  torso;  the  V  leads  were  recorded  In  standard 
locations,  except  V,  was  moved  to  V,R.  Four  extra  leads  were  placed  as  follows: 
(1)  left  axilla.  (2)  left  subcostal  margin,  (3)  V,.  and  (4)  midback  at  the  level  of 
V«-Vg.  The  left  axillary  and  back  leads  discriminated  diagonal  and  left  circum¬ 
flex  (LCX)  PTCAs  from  the  others  and  from  each  other.  V4  showed  ST  elevation 
in  all  LCX  PTCAs  and  in  only  10%  of  left  anterior  descending  occlusions.  V,R 
showed  ST  elevation  in  82%  of  right  coronary  PTCAs.  In  48/50  (96%)  of  PTCA 
occlusions  the  ST  elevation  was  localized  to  the  torso  locations  defined  in  For¬ 
ward  Model  Simulations  as  specific  for  the  arterial  perfusion  bed  Involved.  These 
data  strongly  support  the  hypothesis  that  additional  resolution  and  sensitivity 
to  ischemic  change  is  to  be  expected  with  a  broader  array  of  ECG  leads.  Key 
words:  coronary  angioplasty,  multilead  ECG. 
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The  computer  simulation  of  the  total  body  surface 
electrocardiogram  (ECG)  that  we  developed  over  the 
past  several  years  was  constructed  from  measured 
cardiac  and  torso  anatomy,  resistivities,  and  electro- 
physiology.1”*  The  propogatlon  wave  of  excitation 
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in  the  normal  human  heart  discretized  at  1  mm*  res¬ 
olution  was  simulated*  by  the  method  of  Huygens 
and  projected  to  some  1,300  sites  on  a  realistic  in- 
homogenous  torso  that  includes  Intracardiac  blood 
mass  and  lungs.  QRS  criteria  for  infarct  size  resulting 
from  these  numerical  experiments7"9  have  been  val¬ 
idated  In  a  series  of  clinical  angiographic 
correlations1011  and  classic  pathoanatomic  stud¬ 
ies. 1,-14  The  model  has  since  been  enhanced1’  to 
Include  the  simulation  of  the  myocardial  repolari¬ 
zation  process  by  incorporating  individual  action  po¬ 
tential  waveforms  into  each  l  mm*  "cell"  of  the  fine- 
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grid  model.  During  this  seme  time  period.  Komreich 
and  associates  reponed  discriminant  function  anal¬ 
ysis  of  1 50  lead  body  surface  maps  for  the  optimal 
lead  location  and  ECG  criteria  to  discriminate  mul¬ 
tilead  ECGs  of  normals  from  those  of  patients  with 
left  ventricular  hypertrophy,  anterior  infarct,  inferior 
Infarct,  and  non-Q  Infarct.'4"'*  Optimal  discrimi¬ 
nation  of  these  entities  required  leads  In  the  upper 
and  lower  left  anterior  torso,  right  anterior  torso,  and 
on  the  back.  This  led  to  a  recommended  lead  set  of 
20  simultaneous  leads  (20SL)  and  testable  ECG 
criteria14  for  the  detection  (and  quantification)  of  is¬ 
chemia  in  any  coronary  artery  distribution. 

The  purpose  of  this  study  is  to  report  the  use  of  a 
commercially  available  16  simultaneous  lead  (16SL) 
system  (The  Marquette  Case  12  with  4  extra  V  leads) 
in  patients  undergoing  percutaneous  transluminal 
coronary  angioplasty  (PTCA)  at  the  Memorial  Med¬ 
ical  Center  of  Long  Beach,  California.  These  16SL 
ECG  data  will  be  used  to  test  the  model  predictions 
of  the  optimal  lead  locations  for  discriminating  acute 
ischemia  in  each  of  three  subdivisions  of  the  left  an¬ 
terior  descending.  (LAD)  coronary  artery,  that  is,  dis¬ 
tal  LAD,  main  diagonal,  and  proximal  LAD,  and  in 
the  left  circumflex  (LCX)  and  the  right  coronary  ar¬ 
tery  (RCA)  distributions. 


Methods 

The  study  population  consisted  of  47  patients  who 
had  undergone  elective  PTCA  as  a  part  of  their  reg¬ 
ular  cardiology  care  at  the  Long  Beach  Memorial 
Heart  Institute  during  the  years  1987-1989.  There 
were  35  men  aged  40-80,  mean  age  60  years,  and 
12  women  aged  49-75,  mean  age  64  years.  All  pa¬ 
tients,  with  their  attending  cardiologist's  agreement 
had  given  informed  consent  to  have  the  1 6-lead  ECG 
recording  done  before  and  during  the  PTCA  proce¬ 
dure.  The  recording  was  done  with  a  commercially 
available  system  (the  Marquette  Case  12)  using  a 
version  with  4  extra  leads  added  to  the  standard  12- 
lead  ECG  recorder.  The  12SL  ECG  is  made  up  of  2 
independent  limb  leads,  from  which  the  other  4  are 
computed,  and  6  precordial  leads  for  a  total  of  8  in¬ 
dependent  leads.  Thus,  when  the  4  extra  leads  are 
included  in  the  set  as  precordial  leads  there  are  1 2 
Independent  simultaneous  leads  which,  when  com¬ 
bined  with  the  4  computed  ones,  make  up  the  16SL 
ECG  system,  The  system  generates  hard  copy  of  the 
16  leads  on  demand  or  in  a  preset  protocol  in  10- 
second  episodes  with  a  signal  averaged  median  beat. 
It  stores  this  data  in  magnetic  form  that  can  be  down¬ 
loaded  on  3i"  diskettes  for  later  replay  through  the 


system.  The  amplitude  of  the  ST-segmcnt  at  an  ar¬ 
bitrarily  chosen  interval  after  the  J  point  Is  also  rou¬ 
tinely  printed  out  with  the  waveforms  for  each  ep¬ 
isode,  and  plotted  as  a  trend  plot  or  a  series  of  them 
at  the  end  of  each  recording  session.  In  this  study 
the  ST70  point,  used  in  routine  exercise  testing  at 
the  Memorial  Heart  Institute,  was  chosen  for  all  stud¬ 
ies. 

After  careful  skin  preparation  with  acetone/alco- 
hoi  and  vigorous  scrubbing,  radiolucent  electrodes 
were  placed  in  the  lead  locations  shown  In  Figure  1. 
Baseline  recordings  were  Initially  taken  with  the 
limb  leads  on  the  extremities.  These  leads  were  then 
moved  to  the  Mason-Likar  locations™  and  were 
modffied  as  follows:  aVR  and  aVL  were  moved  cen¬ 
trally  to  the  third  intercostal  space  (ICS)  in  the  mid- 
clavicular  line  (MCL).  aVF  was  moved  from  the  left 
iliac  crest  to  the  seventh  ICS  in  the  MCL  as  shown 
in  Figure  1.  The  four  extra  electrodes  were  placed  as 
follows:  LAX  in  the  left  axilla,  LSC  in  the  left  sub¬ 
costal  area  in  the  parasternal  line  at  the  level  of  aVF 
(seventh  ICS  in  the  MCL),  V,  on  the  back  (opposite 
V4)  and  MB5  in  the  midback  (both  the  latter  at  the 
level  of  V4-V4).  In  order  to  evaluate  the  stability  and 
reproducibility  of  the  recordings  and  median  beat 
methodology,  two  16-lead  ECG  sets  were  recorded 
serially  before  any  intervention.  A  baseline  recording 
was  repeated  at  each  stage  in  the  procedure,  that  is, 
before  and  after  angiograms,  catheter,  and  wire  in¬ 
sertions,  etc.  The  ECG  was  monitored  on  the  system's 
CRT  throughout  the  procedure.  A  set  of  recordings 
was  made  under  the  system's  program  control  every 
15  seconds  during  each  occlusion  with  the  angio¬ 
plasty  balloon  and  until  the  ECG  was  deemed  vis¬ 
ually  stable  postocclusion.  At  a  later  date  all  tracings 
were  reviewed  by  two  Independent  experienced 
readers  who  verified  the  onset-offset  of  waveforms 
and  J  point  chosen  by  the  algorithm.  Any  differences 
were  resolved  by  consensus  with  a  third  reader. 

One  patient  developed  angina  and  classic  ischemic 
ST  depression  with  wire  insertion  past  a  tight  ob¬ 
struction  in  the  proximal  left  anterior  descending. 
The  angina  did  not  completely  resolve  with  vaso¬ 
dilators  despite  evidence  of  contrast  flow  past  the 
lesion  around  the  guidewire.  A  fter  a  number  of  un¬ 
successful  attempts  to  pass  a  balloon  catheter  past 
the  lesion  the  procedure  was  abandoned  and  the, pa¬ 
tient  sent  for  urgent  bypass  surgery.  Since  she  did 
not  have  documented  complete  occlusion  with  the 
balloon  catheter,  she  was  not  included  in  the  tab¬ 
ulated  results  and  will  be  discussed  separately.  Two 
additional  patients  with  PTCA  occlusion  of  the  right 
coronary  artery  did  not  develop  chest  pain  and  ex¬ 
hibited  no  ST-T  change  during  several  sequential  bal¬ 
loon  occlusions  of  this  artery.  Since  the  goal  of  this 
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Fig.  1.  The  16SL  ECG  lead  locations  on  a  body  surface  map.  The  Mason- Llkar  lead  positions  are  modified  by  moving  the 
arm  leads  to  the  third  intercostal  space  (ICS)  in  the  middavicular  line  (MCL).  The  left  leg  (aVF)  is  moved  to  the  seventh 
ICS  In  the  MCL  The  four  additional  leads  shown  by  *  are  located  In  the  left  axilla  (LAX),  left  subcostal  (LSC)  at  the  level 
of  the  new  aVF,  V,.  and  midback  (MBS)  fifth  anterior  interspace  at  the  V4-V,  level. 


study  was  to  test  the  ability  of  the  multilead  ECG  to 
localize  Ischemic  currents  of  injury  when  they  oc¬ 
curred  and  there  were  no  documented  signs  or 
symptoms  of  Ischemia,  these  two  patients  were  also 
excluded. 

Of  the  remaining  44  patients,  4  had  PTCA  occlu¬ 
sion  of  2  different  arteries  each  for  a  total  of  48  bal¬ 
loon  occlusions.  In  4  patients  the  occlusion  was  of 
the  main  diagonal  branch  of  the  left  anterior  de¬ 
scending  (LAD)  coronary,  in  7  the  occluded  lesion 
was  in  the  LAD  distal  to  the  main  diagonal,  and  In 
18  the  LAD  balloon  occlusion  was  proximal;  8  PTCA 
occlusions  were  In  the  left  circumflex  (LCX),  5  were 
In  the  obtuse  marginal,  1  in  the  distal  LCX,  and  2 
proximal  to  the  obtuse  marginal.  The  PTCA  occlu¬ 
sion  of  the  right  coronary  artery  (RCA)  In  1 1  patients 
was  in  the  midportion  in  8,  and  in  the  distal  RCA 
in  3.  ST70  data  were  grouped  and  tabulated  for  3 
arterial  subdivisions,  1  for  each  of  the  3  LAD  distri¬ 
butions,  l  for  the  LCX,  and  1  for  the  RCA. 

The  individual  verified  amplitude  of  the  ST70  seg¬ 
ment  In  the  median  beat  of  the  signal-averaged  ECG 
was  tabulated  for  each  of  the  16  leads  and  plotted 
on  a  worksheet  showing  the  location  of  each  lead  in 
the  body  surface  map  format  of  Plgure  1,  Body  sur¬ 


face  equipotentiai  map  distributions  of  the  ST70  from 
the  median  beats  were  constructed  manually  and 
compared  to  the  left  ventricular  12-segment  distri¬ 
bution  of  the  model  projections  of  each  segment  dis¬ 
played  in  this  figure. 

The  ST70  amplitudes  were  then  normalized  to  cor¬ 
rect  for  the  distance  and/or  proximity  effects  from 
the  heart  to  each  lead.  For  this  purpose  the  scale 
factors  for  each  lead  defined  In  Table  1  were  applied. 
The  scale  factors  were  derived  by  comparing  the  am¬ 
plitude  of  a  unit  dipole  located  at  the  centroid  of  each 
LV  segment  in  the  simulation  that  was  then  projected 
to  the  thorax  surface  (Fig.  2)  as  described  in  earlier 
publlcatlons.,,",,  As  seen  in  Figure  2  the  antero- 
septal  and  apical  segments  exhibit  the  largest  prox¬ 
imity  effects  in  the  region  of  v,-v,.  Thus  the  relative 
amplitude  of  the  scale  factor  for  each  lead  was  es¬ 
tablished  by  taking  the  peak  values  of  the  anterior 

Table  1.  Model  Scale  Factors  (Correction  for 
Proximity  Effects) 


t:  2.0  2:  2,0  5:  2.0  aVR:  3.5  jVL:  2.0  iVF:  2,0 

VjR:  2,0  V,;  1,4  V,:  1,0  V4;  1,0  V,:  1,0  V4;  1,5 

LAX:  2,5  LSC:  2.5  V4:  ),0  MB5:  5,0 
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Fig.  2.  The  distribution  of  each 
unit  dipole  from  13  left  ven¬ 
tricular  segments  shown  in  the 
lower  right  of  the  figure  is 
projected  onto  the  surface  in 
the  lower  panel.  The  coronary 
artery  supply  to  each  segment 
is  shown  in  the  upper  panel. 


leads  V3,  V4,  and  v,  as  unity.  The  remaining  Mason- 
Likar  and  torso  leads  were  scaled  upward  to  nor¬ 
malize  them  to  the  same  relative  local  segment 
strength  as  the  anteroseptal  and  apical  segments.  The 
scaled  ST70  amplitudes  were  plotted  on  the  body 
surface  map  format. 


Results 

Two  hundred  eighteen  PTCA  occlusions  were  per¬ 
formed  in  46  patients  ranging  from  2  to  10  per  pa¬ 
tient;  the  average  was  4.7  per  patient.  Four  patients 
had  PTCA  of  2  vessels  each.  Inflation  times  were  typi¬ 
cally  1-2  minutes  and  varied  from  0.25-5.0;  the  av¬ 
erage  was  1.6  minutes.  The  balloon  occlusion  show¬ 
ing  the  greatest  departure  of  the  median  beat  ST70 
in  the  16SL  ECG  from  the  baseline  record  pnor  to 


each  occlusion  was  taken  for  analysis.  The  stability 
and  reproducibility  of  the  recording  and  median  beat 
methodology  was  evaluated  by  examining  the  vari¬ 
ance  in  the  ST70  amplitudes  in  each  of  2  sets  of  the 
16  leads  recorded  at  the  beginning  of  each  study.  It 
was  established  from  these  data  (16  x  46  pairs)  that 
the  98%  confidence  limit  of  reproducibility  of  the 
measurement  on  the  baseline  tracings  was  r  20p.V. 
The  two  excluded  asymptomatic  subjects  fell  within 
these  limits.  The  48  PTCA  balloon  occlusions  of  in¬ 
dividual  coronary  arteries  in  the  remaining  44  pa¬ 
tients  each  resulted  in  maximal  elevation  of  the  ST70 
segment  in  leads  predicted  by  the  forward  model  to 
be  specific  for  the  arterial  perfusion  bed  of  the  vessel 
occluded.  The  average  ST  changes  and  the  ranges  are 
shown  graphically  for  the  1 6  leads  in  Figures  3  and 
4  for  each  perfusion  bed.  The  leads  are  ordered  in 
groups  corresponding  to  the  right  ventricle  and  the 
four  left  ventricular  walls.  The  manually  constructed 
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Fig-  3.  Average  change  of  ST70  and 
range  (scale  p.V/100)  during  PTCA  of 
the  right  coronary  artery  (RCA)  and  the 
left  circumflex  (LCX).  The  ieads 
grouped  from  left  to  right  correspond  to 
die  RV  and  four  LV  quadrants. 


body  surface  equipotential  maps  from  the  median 
beat  ST70  data  were  reviewed.  It  was  noted  that  in 
leads  more  distant  from  the  heart,  even  though  there 
was  significant  ST  change,  the  potential  maxima 
were  often  displaced  from  the  area  projected  for  the 
local  regions  by  the  unit  dipole  transfer  impedances. 


The  amplitudes  of  the  recorded  ST70  segments  in  all 
leads  were  then  scaled  to  the  relative  amplitude  of 
the  unit  transfer  impedances  shown  in  Table  1 .  These 
data  are  summarized  in  Table  2.  Maps  constructed 
from  these  data  confirm  the  forward  model  predic¬ 
tions.  They  were  consistent  with  the  hypothesis  that. 


Fig.  4.  ST70  change  and  range  (scale 
M.V/100)  during  PTCA  of  three  left  an¬ 
terior  descending  (LAD)  locations:  (1) 
diagonal.  (2)  distal  LAD.  and  (3)  prox¬ 
imal  LAD. 
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Tabla  2.  PTCA  Ocduilon  of  Five  Arterial  Segment*  (48  Ocduilom  in  44  Patients):  Mean  Normalized  Value*  and 

Range*  ((xV/100)  of  ST70  for  Each  Lead 


Laid 

LAD  Dil|onil 
(n  •  4) 

LAD  DliUl 

(n  -  7) 

LAD  Proxlmil 
(n  •  18) 

RCA 

(n  -  11) 

LCX 
(n  ■  8) 

1 

1,6  (1.0,  2.4) 

1,8  (-0,4,  8,4) 

2,5  (0, 

0,  10,6) 

-1,5  (-5,4,  0,6) 

-0,5  ( 

-2,8,  1,2) 

2 

-0.)  (-1,4,  1,2) 

3,1  (-0,2,  12,2) 

0,8  (- 

2.6,  8,4) 

2,1  (-1,4,  9,2) 

0,4  ( 

-5,4,  4,8) 

3 

-1,8  (-2,1,  -1,0) 

1,5  (-2,2,  11,2) 

-1,9  (- 

12,0,  1,2) 

5,5  (0,0,  12,2) 

0,9  ( 

-2,8,  5,2) 

*vx 

-1,1  (-hi,  0,0) 

-4,2  (-11,6,  0,7) 

-2,8  <- 

15.8,  1,8) 

-0,5  (-5,5,  2,5) 

0-7  ( 

-  5,2,  6,0) 

IVL 

1,6(1, 2,  2,0) 

0,2  (-4,8,  5,2) 

1,9  (- 

2.2,  11,2) 

-2,4  (-8,0,  1,0) 

-0,9  ( 

-3,0,  1,2) 

*VF 

-0,8  (-2,0,  0,0) 

2,2  (-1,0,  11,4) 

0,5  (- 

7,0,  5,4) 

5,0  (-0,4,  11,0) 

0,5  ( 

-2,8,  4,6) 

ViR 

-0,8  (-1,6,  -0,4) 

-0,7  (-5,8,  2,0) 

-0,7  (- 

4,8,  1,0) 

0,8  (-0,2,  2,0) 

-0,2  ( 

-  1,6,  0,8) 

v, 

0,)  (-0,),  0,8) 

1.4  (0,4,  5.6) 

1,5  (- 

0,7,  4,9) 

-1,5  (-5,0,  -0,1) 

-l.i  ( 

-2,4,  -0,1) 

V, 

0,2  (-0,2,  0,5) 

1,9  (0,0,  5,6) 

1,7  (- 

0,1,  4,6) 

-  1,0  (-4,0,  0,0) 

-1,0  ( 

-1,6,  -0,2) 

V4 

0,5  (-0,5,  1,)) 

1,9  (0,2,  6,4) 

1,5  (- 

1.2,  5,1) 

-0,6  (-2,0,  0,0) 

-0,6  ( 

-  1,9,  -0.1) 

V, 

0,4  (-0,6,  1,0) 

0,5  (-0,4,  1,4) 

0,4  (- 

1,4,  2,0) 

-0,1  (-0,5,  0,5) 

0,5  ( 

1 

O 

(K 

b- 

V* 

-0.2  (-0,9,  0,2) 

-1,4  (-5,2,  0,0) 

-0,7  (- 

4,8,  0,8) 

0,5  (-0,9,  5,9) 

1,5  (0,0,  5,0) 

LAX 

1,8  (0,5,  4,5) 

-1,6  (-5,5,  -0,5) 

0,1  (- 

5,0,  5,0) 

-1,1  (-4,8,  0,5) 

1,5  (0,5,  5,5) 

LSC 

-1.8  (-2.0,  -1,5) 

0,6  (-5,5,  5,0) 

-0,4  (- 

6,5,  4.0) 

2,5  (-0,5,  8,8) 

-0,5  ( 

-3,5,  2,0) 

V, 

-0,6  (-1,5,0.)) 

o 

1 

«o 

1 

»*\ 

1 

-2,8  (- 

It, 4,  0,5) 

1,6  (-0,9,  12,6) 

2,8  (0,9,  6,3) 

MBS 

-0.6  (-1,1,  0,0) 

-4,4  (-11,1,  0,0) 

-5.0  (- 

12.0,  0,6) 

2,6  (0,0,  14,7) 

2,5  (0,6,  5,4) 

when  corrected  In  this  way  for  local  proximity  ef¬ 
fects,  body  surface  ST70  change  localizes  to  the  re¬ 
gion  of  the  map  specific  for  the  local  segment,  The 
sum  of  the  ST70  In  each  lead  showing  ST  elevation 
of  greater  than  the  20  reproducibility  standard 
was  accumulated  for  each  of  the  five  coronary  ar¬ 
terial  subsets  described.  The  man  of  the  ST70  change 
In  each  lead  was  computed  and  displayed  as  a  three- 
dimensional  plot  on  the  perspective  display  of  the 
surface  map  as  shown  In  Figures  5  and  6,  This  was 
done  to  compare  the  relative  ability  of  the  local  sur¬ 
face  leads,  scaled  as  described  above,  to  predict  the 
local  current  of  Injury  from  each  of  the  five  regions, 
From  a  review  of  Table  2  it  was  noted  that  the 
peak  amplitude  of  the  scaled  ST  elevation  (injury 
current)  was  seen  in  1  or  more  of  the  4  extra  leads 
in  16  (33%)  of  48  PTCAs  In  44  patients.  From  a 
review  of  this  data,  and  the  perspective  plots  of  Fig¬ 
ure  3  and  6,  the  following  observations  can  be  made; 
(1)  In  the  four  patients  with  occlusion  of  the  main 
diagonal  branch  of  the  LAO  the  maximal  elevation 
of  the  mean  ST  occurred  In  the  left  axilla  (180  p.V) 
and  modified  aVL  (160  p,V)  in  the  left  upper  chest 
with  major  ST  depression  in  inferior  leads,  and  minor 
ST  depression  or  no  significant  change  in  back  leads 
and  V*.  (2)  LAO  occlusion  distal  to  the  first  diagonal 
in  seven  patients  produced  local  average  ST  elevation 
(220  p.V)  in  modified  aVF  and  similar  amplitude 
changes  ( 140  p,V)  in  V,,  190  p,V  in  V,,  and  v4,  min¬ 
imal  ST  elevation  In  V«,  none  in  V«,  and  significant 
depression  in  the  left  axilla  and  on  the  back,  (3) 
PTCA  occlusion  of  the  LAO  proximal  to  the  first  di¬ 
agonal  in  18  cases  produced  a  combination  of  these 


effects  with  average  ST  elevation  maximum  In  the 
left  upper  torso  (190,  250  p,V),  170  m-V  in  V,,  150 
U.V  in  V4,  and  ST  depression  in  V4  and  in  back  leads. 
(4)  In  the  8  patients  with  LCX  occlusion  the  maxi¬ 
mum  of  the  averaged  ST  elevations  was  localized  to 
the  2  back  leads  (280,  250  p,V)  with  significant  ST 
elevation  in  the  left  axilla  and  in  V*  (150  jiV)  and 
with  ST  depression  in  anterior  leads,  (5)  RCA  oc¬ 
clusion  in  1 1  cases  produced  the  maximal  average 
ST  elevation  (350,  300  p,V)  in  the  Inferior  leads; 
there  was  significant  Involvement  in  the  posterior 
leads  in  all  but  three.  The  expected  mirror  im  age  ST 
depression  in  anterior  leads  V,  and  V,  and  the  upper 
left  anterior  torso  was  also  observed. 

The  one  patient  described  earlier  (but  not  included 
in  the  44  just  described)  who  developed  persistent 
angina  in  the  laboratory  at  the  time  of  guidewire 
insertion  through  a  proximal  LAD  stenosis  bad  per¬ 
sistent  ST  depression  associated  with  the  angina 
throughout  the  rest  of  the  procedure,  ST  depression 
occurred  in  anterior  leads  V,-V,  with  the  maximal 
change  of  220  ftV  in  V4  and  a  classic  downsloping 
ST-segment,  The  18  patients  with  PTCA  occlusion  of 
the  same  artery  all  had  ST  elevation  in  the  same 
leads.  Intracoronary  injection  of  contrast  showed 
distal  filling  of  the  LAD  around  the  guide  wire.  The 
pain  and  ST  change  responded  incompletely  to  in¬ 
travenous  nitroglycerine  drip,  the  ischemic  ST-T 
changes  persisted,  and  after  several  unsuccessful  at¬ 
tempts  to  pass  various  balloon  catheters  past  the  ob¬ 
struction  the  patient  was  referred  to  the  surgeons  for 
urgent  bypass  surgery,  which  was  accomplished 
without  incident. 
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Fig.  5.  (A)  The  16  lead  locations  are  shown  as  black  rec¬ 
tangles  on  the  body  surface  map.  The  mean  ST70  eleva¬ 
tions  (positive  potentials  only)  normalized  for  proximity 
effects  during  PTCA  are  shown  in  perspective  as  three- 
dimensional  bars.  Significant  locations  are  seen  for  (B)  the 
left  circumflex  in  V4  and  in  three  extra  leads  (left  axilla 
and  two  back  leads)  and  (C)  the  nght  coronary  artery  in 
aVF  and  in  three  extra  leads  (subcostal  and  less  in  two 
back  leads)  and  in  v,R. 


c 

Fig.  6.  Normalled  mean  ST70  elevation  during  PTCA  (see 
Fig.  5  legend  for  description  of  three  different  left  antenor 
descending  (LADi  locations).  Significant  locations  are  seen 
for  (A)  diagonal  LAD  in  aVL  3nd  left  axilla;  ( B )  distal  LAD 
in  V,-V4,  aVF.  and  left  subcostal  lead;  and  (C)  proximal 
LAD  in  a  combination  of  the  above  leads. 
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These  date  verify  prediction*  from  the  forward 
model  simulation*  and  lupport  the  hypothe*!*  that 
significant  additional  resolution  and  sensitivity  to 
ischemic  change  is  to  be  expected  with  a  broader  lead 
array.  The  extra  lead  in  the  axilla  was  strongly  po *• 
Itlve  for  ST  injury  with  diagonal  and  circumflex  oc¬ 
clusion  in  the  present  PTCA  study.  It  separated  this 
group  from  those  with  both  distal  LAD  and  RCA 
occlusion.  The  proposed  30SL  lead  array  adds  an 
extra  lead  on  the  left  upper  back  10  cm  above  the 
V*  position.  It  is  expected  that  it  will  discriminate 
between  the  LCX  and  the  diagonal  distributions  and 
along  with  V,  will  be  the  most  sensitive  to  ischemic 
changes  in  the  obtuse  marginal  distribution,  The 
midback  lead  was  most  sensitive  to  basal  ischemia 
in  both  the  RCA  and  LCX  balloon  occlusions  but  did 
not  distinguish  them  well  from  each  other.  The  new 
back  leads  at  the  V*R  position  and  high  on  the  right 
back  above  it  are  expected  to  be  most  sensitive  to 
ischemia  (and/or  infarct)  in  the  high  posterobasal  re¬ 
gions  of  the  left  ventricle.  These  two  leads  also  com¬ 
plete  the  back  leads  for  the  Crishman  Cube  System, 
which  in  the  Rancho  Database14  ”  was  most  sen¬ 
sitive  to  infarct  and  ischemia  in  this  distribution. 

It  is  of  considerable  interest  that  in  the  PTCA  stud¬ 
ies,  lead  V*  ST  changes  consistently  tracked  with  ar¬ 
terial  distribution  and  ischemia  to  the  posterior  wall. 

In  the  study  of  48  PTCAs  In  the  population  of  44 
patients  with  demonstrable  ischemic  change  with 
balloon  occlusion,  V*  recorded  significant  ST  ele¬ 
vation  in  18/19  (95%)  LCX  and  RCA  occlusions,  In 
the  1 1  distal  LAD  or  diagonal  occlusions  none  had 
ST  elevation,  but  7  had  significant  ST  depression 
(from  30  to  320  p,V)  in  V*  as  well  as  in  both  back 
leads.  In  the  18  proximal  LAD  occlusions,  V*  showed 
no  demonstrable  ST  change  in  3  cases  in  spite  of 
major  ST  elevation  in  the  anterior  V  leads:  12  had 
ST  depression  in  V*  ranging  from  30  to  480  nV  and 
even  more  ST  depression  on  the  back;  and  three  had 
ST  elevation  of  30  to  80  p,V.  Thus,  only  3/29  (10%) 
of  the  total  patient  group  with  LAD  occlusion  had 
demonstrable  ST  elevation  ranging  from  30  to  80  uv 
whereas  7  (24%)  had  no  demonstrable  change  and 
19  (66%)  had  ST  depression  ranging  from  30  to  480 
p.v,  it  was  also  observed  in  the  modeling  studies  of 
subendocardial  ischemia  (and/or  infarction)  that  V* 
change  (ST  depression)  was  seen  with  ischemia  in 
the  obtuse  marginal  circumflex  distribution,  whereas 
with  subendocardial  ischemia  in  the  distal  LAD  dis¬ 
tribution  there  was  little  if  any  change  or  slight  mir¬ 
ror  image  ST  elevation  In  V*,  Only  when  there  was 
major  apics*  posterolateral  ischemia  extending  well 


up  toward  or  Into  the  mldrcglon  did  ST  depression 
begin  to  appear  In  V*, 

The  angioplasty  studies  demonstrated  ST  elevation 
In  VjR  with  occlusion  of  the  RCA  (9/1 1  PTCAs)  and 
It  was  most  marked  when  the  occlusion  was  prox¬ 
imal  to  the  acute  marginal  branch  supplying  the  right 
ventricle.  There  was  similar  ST  change  (7/29  pa¬ 
tients)  with  LAD  occlusion  associated  with  major 
change  In  Vj-V4,  These  changes  may  represent  Is¬ 
chemia  of  the  base  of  the  septum.  From  these  ob¬ 
servations,  from  the  Komreich  studies,  and  from  the 
simulation  studies  it  is  expected  that  the  added  leads 
on  the  right  thorax  will  improve  the  sensitivity  to 
Ischemic  change  in  the  base  of  the  septum  and  in 
the  right  ventricle,  The  V4R  lead  In  the  new  30SL 
system  compictes  the  Grishman  Cube  and  based  on 
the  Rancho  database  referred  to  above14'”  should 
increase  the  sensitivity  to  both  posterior  wall  change 
and  the  balance  between  it  and  the  right  ventricle. 

There  were  three  significant  limitations  to  this 
study  of  local  coronary  artery  balloon  occlusion 
using  the  16SL  ECG  system.  First,  the  electrode  array 
was  limited  to  4  sites  added  to  the  conventional  12- 
lead  ECG  and  may  have  been  suboptimal.  The  prior 
studies  with  the  forward  model  had  suggested  that 
a  22-eiectrode  set  with  12  extra  leads  added  to  the 
standard  12  leads  might  be  the  optimal  electrode 
array  for  detecting  ischemia,  The  present  study  sug¬ 
gests  the  need  for  electrode*  in  the  left  upper  back. 
The  muitlgroup  discriminant  function  studies  of 
Komreich  et  al.  have  also  suggested  the  need  for 
electrodes  in  the  left  lower  flank.  The  possible  lo¬ 
cation  of  these  extra  electrodes  In  the  30SL  ECG  cur¬ 
rently  being  recorded  in  our  laboratory  is  a  synthesis 
of  these  three  lines  of  study.  The  second  major  lim¬ 
itation  of  the  present  study  is  that  except  for  the  sub¬ 
jective  chest  pain  and  the  ST  changes  on  the  16SL 
ECG  there  is  no  independent  objective  measure  of 
the  degree  of  ischemia  in  the  distal  arterial  perfusion 
bed  produced  by  each  of  the  coronary  occlusions. 
The  distribution  of  the  coronary  artery  tree  distal  to 
the  occlusions  can  be  defined,  but  how  much  of  this 
perfusion  bed  was  ischemic,  and  the  degree  of  that 
ischemia,  was  not  systematically  evaluated.  The  third 
limitation  involves  scaling  of  the  waveforms  and  the 
5T70  amplitudes  reported  in  this  study.  It  was  based 
on  the  assumption  that  torso  proximity  effects  to  the 
local  regions  of  the  heart  during  transmural  ischemia 
can  be  accounted  for  by  the  unit  transfer  impedances 
from  local  regions  during  depolarization.  Since  the 
recovery  process  Is  distributed  more  widely  over  the 
heart  at  any  given  point  in  time  than  is  excitation, 
the  proximity  effect*  from  regional  transmural  is¬ 
chemia  may  be  less  localized  and  thus  (ess  well  rep- 
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resented  by  local  transfer  Impedances  from  the  simu¬ 
lation  of  excitation. 


Future  Directions 

The  increased  spatial  resolution  from  the  added 
leads  of  the  30SL  ECG  system  currently  being  Im¬ 
plemented  In  our  laboratory  is  expected  to  Improve 
the  detection  of  these  ischemic  changes  when  they 
occur.  The  1  millisecond  sampling  rate  and  signal 
processing  to  reduce  noise  defines  waveforms  in  sig¬ 
nificantly  more  detail.  The  higher  resolution  of  each 
of  these  30  individual  waveforms  that  results  from 
this  processing  and  the  ability  to  display  them  as  3* 
dimensional  potential  maps,  discriminant  function 
maps,  spatial  or  temporal  integral  maps,  etc.,  or  as 
high-gain,  high-resolution  12SL  (or  36SL)  ECGs  and 
VCGs  are  expected  to  further  improve  the  ability  to 
detect  these  Ischemic  changes. 

Using  30SL  ECG  data  from  the  more  extensive 
electrode  array  the  forward  model  will  be  exercised 
to  emulate  the  ECG  changes  of  mild,  moderate,  and 
severe  Ischemic  "injury"  produced  by  several  typical 
local  PTCA  occlusions  and  by  exercise-induced  is¬ 
chemia  in  these  same  subjects.  Prom  these  simula¬ 
tions  we  expect  to  refine  our  earlier  recommenda¬ 
tions  for  the  optimal  number  and  location  of 
electrodes  as  well  as  the  testable  hypotheses  for  op¬ 
timal  criteria  In  these  leads  to  detect  "silent  Is¬ 
chemia."  We  expea  that  the  30SL  ECG  does  contain 
redundant  electrode  locations  for  this  purpose.  By 
the  use  of  multivariate  techniques  on  the  sampled 
data,  and  Judicious  use  of  the  forward  simulation  to 
define  the  anatomic  and  physical  basis  for  the  ob¬ 
served  changes,  It  should  be  possible  to  define  the 
minimal  set  of  electrodes  for  application  in  the  field 
that  will  optimize  the  detection  of  previously  unrec¬ 
ognized  coronary  disease  in  asymptomatic  subjects. 

In  the  Framingham  study*4"17  25%  of  new  infarcts 
that  developed  were  clinically  unrecognized  and  un- 
suspeaed  until  serial  ECGs  were  recorded.  A  number 
of  autopsy  studies1*"’0  have  shown  that  when  ECGs 
arc  also  reviewed  one  third  or  more  of  old  healed 
Infarcts  are  clinically  unsuspected  and  failed  to  meet 
conventional  ECG  criteria  for  Infarction,  They  would 
be  classified  as  completely  "silent."  From  prior  stud¬ 
ies  with  high-resolution  ECGs  and  VCGs,7  serially 
recorded  high-resoiutlon  multilead  ECG/VCGs  are 
now  capable  of  identifying  most,  if  not  ail,  of  these 
new  "silent  infarcts"  that  are  not  detected  with  rou¬ 
tine  serial  12-iead  ECGs.  The  improved  detection  of 
"silent  ischemia"  can  be  expected  with  continued 
enhancement  of  the  system  as  outlined  above, 
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